[Evaluation of usefulness for a new composition of gel for ultrasonographic diagnostic examination].
A new composition of gel was applied in ultrasonographic diagnostic examinations. Estimation of gel was based on the following parameter--attenuation in dB per cm at varying frequency. Considering this parameter the newly composed gel was compared with gels used so far in diagnostics.